[Comparative scanning electron microscopy studies of the posterior chamber lenses of the Sinskey-Kratz type and similar models].
Intraocular lenses made by ten different manufacturers were selected at random from the stock available for implantation and studied with the scanning electron microscope. There were striking differences in the surfaces and the ends of the haptic loops.